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TEST REPORT
Test item
DesCription.......cccccevvevveivserieenens : INFRARED SENSOR
Trademark........cccoovveiiinniinninnen, : SETRONIC VERONA
Model and/or type reference......... : MINIBOOMERANG 2S
Manufacturer.........c.ccoceeveivieiennnns : Same as client
Serial Number..........cccoovveininnn. . 3L423
Client
NAME ..o : SETRONIC VERONA S.r.l.
AAreSS ..o . ViaF. da Levanto, 14/B
e - 31138 VErona (VR) = ITYALY
Test specification
Standard ... . EN 55022 (1998) + EN 55022/A1 (2000) + EN 55022/A2 (2003); EN 61000-

3-2 (2000); EN 61000-3-3 (1995) + EN 61000-3-3/A1 (2001)
crererereenenesesesesesnsssnsnsnsssssseseneneseseens o EN 90130-4(1995) + EN 50130-4 /A1 (1998) + EN 50130-4 /A2 (2003)
Report
Reference NO. .......ccoceevreircrienne :  R04034601
Compiled by (+ signature).......... . R. Beghetto - Supervisor Jx_w |
Approved by (+ signature) ......... :  F. Marenda - Laboratory Manager 1/ -
(Substitute) T170Viogu o0&

Date Of ISSUE.......covvereerreieirienns : 22.04.04
CoNtentsS ......cceevvverenieieneee . 18 pages
Result COMPLIES

This test report shall not be reproduced except in full without the written approval of CMC and SINAL.
The test results presented in this report relate only to the item tested.
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